Method
We have found that the Kowa hand-held fundus camera is simple to use; it is portable and rarely requires general anaesthesia or tranquillization. If the animal is in darkened surroundings, a mydriatic is often unnecessary. Minimal restraint, provided by one assistant, is all that is required for both large and small animals. The eyelids are separated with the first finger and thumb of the left hand and the front of the camera is rested on the left thumb to steady the apparatus and prevent the light projection prism from touching the cornea. Reflex viewing allows the fundus to be focused.
The intensity of the strobo flash can be varied, and the following settings are suggested for various animals using colour reversal film rated at ASA 25 (15 DIN): 
